One of the traditional limitations of electron microscopy is that although the phase and the amplitude of the transmitted electron beam both contain information about the sample, the detectors are only able to record the intensity. Furthermore most Scanning Transmission Electron Microscope (STEM) imaging modes rely on integrating the transmitted beam over some range of scattering angles. For example, the high-angle annular dark field (HAADF) mode provides 'Z-contrast' images because the amount of scattering to high angles depends on the atomic number. The STEM is also able to record bright field (BF) images which, through the principle of reciprocity, are equivalent to conventional TEM images. However, in order to obtain a sufficiently coherent phase-contrast image, the collection angle for BF-STEM has to be much smaller than the convergence angle, meaning that BF-STEM is expected to be much less efficient than TEM. One solution to this predicament is to use a pixelated detector to record the scattering to every angle as a function of probe position. The resulting four dimensional (4D) data set consisting of a 2D image or 'Ronchigram' for each probe position in a 2D array provides equivalent information to recording the set of TEM images as a function of tilt angle and can be used to reconstruct the complex exit wavefunction [1] . The experimental configuration is illustrated in Figure 1 .
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Other imaging modes are available in STEM, including differential phase contrast (DPC) which has been shown to allow imaging of polarization at atomic resolution [2] and annular bright field (ABF) [3] which is particularly useful for locating light atoms. These images can also be recorded on a pixelated detector, with the advantage that the particular range of scattering to integrate over can be chosen after the experiment in post-processing and several images can be formed simultaneously (Figure 2 ). Collecting all of the transmitted beam also allows highly efficient phase contrast images to be recorded and to apply filters that would not be possible with a single detector [4] .
We have recorded data sets on both conventional CCDs and on a direct electron detector able to detect single electrons [5] attached to an aberration corrected FEI Titan operating at 300 kV. A set of example images generated from such a data set are shown in Figure 2 . Images were collected on a DE-12 camera (Direct Electron, LP, San Diego, CA), equipped with a 4096 x 3072 pixels Direct Detection Device (DDD®) sensor. Each exposure was acquired with continuous frame streaming at 768x768 pixels binned x2 at 300 frames per second. We have developed a custom beam control system to synchronize the STEM scanning to the Ronchigram acquisition. This system is able to synchronize to a variety of triggers at the hardware level, to scan unconventional scan patterns, and to scan at a variable speed within a single image [6] . Another common use for the electron Ronchigram is to accurately measure aberrations in order to allow efficient alignment of an aberration corrector. These methods usually need an amorphous region or special tuning sample, even if the sample of interest is crystalline. However, the 4D data set also contains equivalent information and routes to extract aberrations and other imaging data will be discussed. [7] 
